[The immunoturbidimetric determination of class G immunoglobulin using the FP-900 analyzer].
The immunoturbidimetric micromethod for measuring the blood serum IgG has been adapted to the FP-900 analytic system. Monospecific sera to IgG (H) manufactured by several institutions in this country were used in the study. The volumes of antiserum solvents were selected and the analytical reliability of the suggested micromethod assessed. Programs for introduction of the parameters for IgG measurements with FP-900 analyzer are presented.